Bacterial biofilm in persistent penile prosthesis-associated infection.
The ultrastructural microbiology of 2 cases of infection associated with rigid penile prostheses was studied. The persistence of these infections appeared to be related to the mode of growth of the bacteria in protected biofilms adherent to the inert surface of the prosthesis.